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(d) When accreditation is granted,
NVLAP shall provide to the laboratory
a Certificate of Accreditation and a
Scope of Accreditation,

§285.10 Renewal of accreditation.

(@) An accredited laboratory must
submit both its application for renewal
and fees to NVLAP prior to expiration
of the laboratory’s current accredita-
tion to avoid a lapse in accreditation.

(b) On-site assessments of currently
accredited laboratories are performed
in accordance with the procedures in
§285.7. If deficiencies are found during
the assessment of an accredited labora-
tory, the laboratory must follow the
procedures set forth in §285.7(e)(2) or
face possible suspension or revocation
of accreditation.

§285.11 Changes to scope of accredita-
tion.

A laboratory may request in writing
changes to its Scope of Accreditation.
If the laboratory requests additions to
its Scope, it must meet all NVLAP cri-
teria for the additional tests or calibra-
tions, types of tests or calibrations, or
standards. The need for an additional
on-site assessment and/or proficiency
testing will be determined on a case-
by-case basis.

§285.12 Monitoring visits.

(a) In addition to regularly scheduled
assessments, monitoring visits may be
conducted by NVLAP at any time dur-
ing the accreditation period. They may
occur for cause or an a random selec-
tion basis. While most monitoring vis-
its will be scheduled in advance with
the laboratory, NVLAP may conduct
unannounced monitoring visits.

(b) The scope of a monitoring visit
may range from checking a few des-
ignated items to a complete review.
The assessors may review deficiency
resolutions, verify reported changes in
the laboratory’s personnel, facilities,

or operations, or administer pro-
ficiency testing, when appropriate.
§285.13 Denial, suspension, revoca-

tion, or termination of accredita-
tion.

(a) A laboratory may at any time

voluntarily terminate its participation
and responsibilities as an accredited

§285.13

laboratory by advising NVLAP in writ-
ing of its desire to do so.

(b) If NVLAP finds that an accredited
laboratory does not meet all NVLAP
requirements, has violated the terms of
its accreditation, or does not continue
to comply with the provisions of these
procedures, NVLAP may suspend the
laboratory’s accreditation, or advise of
NVLAP’s intent to revoke accredita-
tion.

(1) If a laboratory’s accreditation is
suspended, NVLAP shall notify the lab-
oratory of that action stating the rea-
sons for and conditions of the suspen-
sion and specifying the action(s) the
laboratory must take to have its ac-
creditation reinstated. Conditions of
suspension will include prohibiting the
laboratory from using the NVLAP logo
on its test or calibration reports, cor-
respondence, or advertising during the
suspension period in the area(s) af-
fected by the suspension.

(2) NVLAP will not require a sus-
pended laboratory to return its Certifi-
cate and Scope of Accreditation, but
the laboratory must refrain from using
the NVLAP logo in the area(s) affected
until such time as the problem(s) lead-
ing to the suspension has been re-
solved. When accreditation is rein-
stated, NVLAP will authorize the lab-
oratory to resume testing or calibra-
tion activities in the previously sus-
pended area(s) as an accredited labora-
tory.

(c) If NVLAP proposes to deny or re-
voke accreditation of a laboratory,
NVLAP shall inform the laboratory of
the reasons for the proposed denial or
revocation and the procedure for ap-
pealing such a decision.

(1) The laboratory will have thirty
days from the date of receipt of the
proposed denial or revocation letter to
appeal the decision to the Director of
NIST. If the laboratory appeals the de-
cision to the Director of NIST, the pro-
posed denial or revocation will be
stayed pending the outcome of the ap-
peal. The proposed denial or revocation
will become final through the issuance
of a written decision to the laboratory
in the event that the laboratory does
not appeal the proposed denial or rev-
ocation within the thirty-day period.

(2) If accreditation is revoked, the
laboratory may be given the option of
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